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The sterilization process is essential for the use of biomaterials in the human body in order to avoid
contamination. However, the effect of such required pretreatment on the surface must be also
evaluated since some modifications may cause a shortened lifespan of this material or changes in
properties of interest. Moreover, improvements in sterilization techniques may even enhance properties
while the surface is cleaned. The thorough understanding of the effect that the sterilization processes
have on the surface of ultra-high molecular weight polyethylene (UHMWPE), widely used biomaterial in
orthopedic joint prosthesis, is, therefore, a key study since some modifications during traditional
sterilization could be a major problem for patients who have undergone arthroplasty surgery. This
work brings a comprehensive study on sterilization techniques already available and extensively used
(hydrogen peroxide plasma, ethylene oxide, steam autoclave) and a comparison with results obtained
for recently developed cold plasma-based sterilization technique. The effects of the processes have
been extensively compiled by data obtained for thermal analysis, nanoscale wear and friction,
physicochemical, topographical, wettability, and in vitro cytotoxicity experiments. An overall outlook on
the set of samples points out to cold plasma oxidation (CPO) being an adequate and potential candidate
for improving wear resistance, while maintaining thermal stability and a restrained adhesion of L929
cells, provoked by its hydrophilicity and larger surface area.
1. Introduction
Ultra-high molecular weight polyethylene (UHMWPE) is the
most used biomaterial in orthopedic joint prosthesis, with its
use dating back to the 1960s’.1–3 UHMWPE has a semicrystalline
structure, with around half of polymeric chains organized in the
form of crystalline lamellae and the other half in a crosslinked
amorphous phase.4
This feature is occasioned by its glass transition temperature
Tg = 80 1C and melting point Tmelt = 135 1C, both of which
allow the unique viscosity. Furthermore, the amorphous beha-
vior allows other ideal properties for biomedical use, such
as chemical inertness, low friction coefficient and a low wear
rate.2,4,5 However, sterilization processes are mandatory, in
order to eliminate microbial life before implantation.2,6
Nowadays, there are several methods for sterilizing such
materials such as ethylene oxide (EtO),6 hydrogen peroxide plasma
(HPP), steam autoclave (SA) and cold plasma oxidation (CPO) –
reflecting the lack of scientific consensus over which of the methods
is best suiting, considering long-term effects on patients.7,8
Autoclave sterilization is one of the most commons techniques
that ensure complete decontamination in a fast, economical and
reliable way. It consists of pressurized chamber with water vapor
and programmed cycles that go up to a temperature of 134 1C and
a controlled time. Polymers are, however, thermosensitive to such
techniques and polymeric chains may degrade by hydrolysis or
lose stability during asepsis cycles, compromising application in
joint arthroplasty.6
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Another technique being employed for over five decades
to neutralize bacteria, viruses and spores in heat-sensitive products
is ethylene oxide (EtO).7,9 This process occurs by the gaseous
diffusion of a mixture of ethylene oxide and carbon dioxide or
other inert compounds near the surface of parts, through a certain
period of time. This happens usually within a few hours and its
efficiency depends on conditions such as humidity, time and
temperature.7,10 Polymers with a low melting point can be sterilized
through this technique as long as an aeration is carried out
afterwards, from 12 to 24 hours, to guarantee a complete release
of residual gas.6,10 This additional aeration procedure is necessary,
as EtO releases undesirable toxic waste.10,11 Also, unwanted
physicochemical modifications may take place.6 It is also reported
that EtO is mutagenic and carcinogenic and, therefore, is a risk to
human health.10,11 EtO also requires high safety standards and
high cost, restricting its use in most common lab facilities.12
A popular alternative is a low temperature plasma process.
This method has been employed in UHMWPE since the 1990s
and consists of sample exposition to reactive species generated
by gas ionization, which will allow pathogen elimination.13,14
Plasma is generated by a radiofrequency (RF) source that
provides a stable glow discharge, with biocide effects attributed
to the ultraviolet radiation from it.14–16 In this process, plasma
is considered the complementary detoxifying agent of the main
agent – like hydrogen peroxide (HPP) or another gas mixture of
them (CPO).13 Plasma sterilization is fast and guarantees no
toxicity.11,13,17,18 A drawback, however, is how selective plasma-
induced modification happens in semicrystalline materials:
etching happens at a higher rate in amorphous regions, thus
increasing surface crystallinity.19,20
In the last 10 years, a great number of failure reports
involving polymeric pieces in arthroplasty applications have
been published.10,21,22 The main factor behind this is described
as oxidative degradation of the material, induced by steriliza-
tion processes.22–25 Overall, sterilization processes remain a
major problem when it comes to the use of polymeric materials
in biomedical applications, since the employed energy induces
rapid aging, oxidation and other surface phenomena that
lead to materials fragilization. In practice, this means that a
recipient of a load bearing polymeric part may be subjected
to implant mechanical failure or problems with the formation
of debris that accumulate around the tibial, patellar and
acetabular components, causing bone inflammation and
degradation. Oxidative degradation also influences wear and
shortening the life span of the implanted UHMWPE.9
Therefore, four different sterilization techniques were used
in UHMWPE samples and characterized in terms of their
physicochemical, mechanical and biological properties. The
results obtained were compared, with the purpose of verifying
which of these processes is the most adequate to provide a
complete material sterilization, without harming the physical–
chemical and mechanical characteristics of the sterilized
material. The sterilization techniques applied in this study
were hydrogen peroxide plasma (HPP), ethylene oxide (EtO),
steam autoclave (SA) and cold plasma oxidation (CPO).
2. Materials and methods
2.1. Sample preparation
The samples used in this work were obtained from a 6.9 mm
thick UHMWPE plate (Braskem, Brazil). They were cut into
1.75 mm  1.75 mm and cleaned in ultrasonic bath – containing
10 minutes in Extran (MA 02, liquid neutral, 50 g L1 in H2O –
Supelco) and 20 minutes in distilled water. UHMWPE samples
without sterilization treatment were called ‘‘pristine’’.
2.2. Sterilization processes
Sterilization processes used in UHMWPE are described, along
with their acronyms, as follows: cold plasma oxidation (CPO);
ethylene oxide (EtO); hydrogen peroxide plasma (HPP) and
steam autoclave (SA). Table 1 gives a description of all proce-
dures used in the different sterilization processes performed.
Hereafter, UHMWPE samples sterilized by different processes
were named as follows: pristine (UHMWPE without sterilization),
CPO (UHMWPE sterile cold plasma oxidation); EtO (UHMWPE
sterile ethylene oxide); HPP (UHMWPE sterile hydrogen peroxide
plasma) and SA (UHMWPE sterile steam autoclave).
2.3. UHMWPE characterization before and after sterilization
processes
The samples in pristine form, CPO, EtO, HPP and SA were
characterized for their physicochemical, thermal, mechanical
and biological properties.
Table 1 Description of sterilization procedures used
Process
Place where sterilization
was performed Sterilization protocol
CPO26 LESTT, Universidade
de Caxias do Sul – UCS
(Caxias do Sul, Brazil)
The plasma configuration used was hollow cathode with 13.56 MHz radiofrequency power source (for
plasma generation), 1 mbar (working pressure), 27 W power, 20% volume oxygen content, hydrogen
content by volume of 80% within 15 min in room temperature.
EtO27 Company Aa
(Caxias do Sul, Brazil)
Pressure of 0.65 atm, at temperature of 55 1C, for 180 minutes with gas (Chemogas) composed of 90%
ethylene oxide and 10% carbon dioxide.
HPP27 Company Ba
(Caxias do Sul, Brazil)
A Sterrad NX sterilizer (Johnson and Johnson) was used for a period of 28 minutes. Temperature during the
sterilization cycle ranged from 45 1C to 55 1C. ANVISA certified parameters.
SA27 Company Aa
(Caxias do Sul, Brazil)
Autoclave used is the Baumer brand, 050500001 series, horizontal model HI-VAC Plus, with a capacity of
0.56 m3. The conditions used were as follows: temperature of 134 1C; pressure of 0.70 atm; and 7 minutes
of exposure.
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2.3.1. Contact angles (WCA). Measurements were taken
at room temperature using a tensiometer (SEO Phoenix 300,
South Korea) by the sessile drop method with distilled water as
fluid. The measurements were made in different regions of the
sample surface and an average of 6 measurements was calculated.
2.3.2. Profilometry. Stylus profilometer (Model Talysurf
Intra 50 equipped with a standard stylus 112/2009, Taylor
Hobson, UK) was used to evaluate the roughness of the samples.
An average of 3 trails (5 mm) was performed in different directions
on the surface of the samples.
2.3.3. Attenuated total reflectance by Fourier transform
infrared spectroscopy (ATR-FTIR). ATR-FTIR was used to obtain
infrared spectra in attenuated total reflectance mode. The
spectra were recorded in the range of 4000 cm1 to 400 cm1
in a spectrophotometer (400, PerkinElmer, USA) in order to
observe any changes in functional groups of the polymer.
2.3.4. FEG-SEM. A field emission scanning electron micro-
scopy equipment (FEG-SEM, Tescan MIRA3, Czech Republic)
was used in high vacuum mode with the maximum beam
voltage of 15 kV to evaluate the topography and cell adhesion
in the CPO sample (gold-coated in sputtering equipment) after
1, 2 and 7 days of incubation time. This same technique was
also applied to identify the trails obtained in different samples
after nanoscratch tests.
2.3.5. SEM. The scanning electron microscopy equipment
(SEM, Shimadzu, SSX-550, Japan) was used to evaluate cell
adhesion in the EtO, HPP and SA samples after 1, 2 and 7 days
of incubation. The samples were gold-coated in sputtering
equipment and examined with a SEM in high vacuum mode
with the maximum beam voltage of 15 kV.
2.3.6. X-ray diffraction. X-ray diffraction (XRD) was used
to verify the change in sample crystallinity after different
sterilization treatments. The diffraction patterns were obtained
between 51–501 using a Bragg–Brentano diffractometer (Model
XRD-6000, Shimadzu, Japan), with Cu-Ka radiation of l =
1.5406 Å through y/2y mode. After obtaining the diffractograms
it was possible to calculate the degree of crystallinity of the
samples.
The values of degree of crystallinity were estimated by the
method of fitting the areas of crystalline peaks and amorphous
phases, followed by the calculation of the ratio between crystal-
line and amorphous portions. This was carried out with the aid
of the native software of the equipment used for the obtention
of diffraction patterns.
2.3.7. Thermal gravimetric analysis (TGA). By TGA analysis
it was possible to verify the effect that the different sterilization
methods have on the thermal stability of the materials under study.
About 10 mg of sample was used for this assay and measurements
were made under nitrogen atmosphere (20 mL min1) with a
heating rate of 10 1C min1 until reaching 600 1C. A Shimadzu
(Japan) – Model TGA-50 thermobalance was used.
2.3.8. Differential scanning calorimetry (DSC). The DSC
analyzes were performed in a device (Shimadzu DSC-50, Japan)
under nitrogen atmosphere (20 mL min1) with two heating
cycles. In the first cycle, the samples were heated to 200 1C
(10 1C min1), where they were kept under isothermal conditions
for 3 min. In the second cycle, the samples were cooled to 20 1C.
With the obtained results, it was possible to determine the melting
temperature (Tm) and to evaluate the changes in the crystallization
behavior of the samples treated by different sterilization processes.
Eqn (1) was used to obtain the degree of crystallinity of the





where DHf is the heat fusion of the composites obtained from
DSC and DH

f is the fusion enthalpy of 100% crystalline polymer
(DH

f ¼ 289 J g1 for UHMWPE).
2.3.9. Nanoscratch. Unidirectional sliding tests were used
to assess the microwear behavior of UHMWPE with different
surface treatments (sterilizations) using a conical diamond
tip with radius of 25 mm in a NanoTest-600 nanotribometer
(MicroMaterials, UK). The procedure was the same to all the set
of samples: a normal load of 0.01 mN was applied in the first
100 mm of scanning and then it was increased at a rate of
0.1 mN s1 until reaching the pre-determined normal load
(50 mN). The maximum load was maintained during the last
50 mm. The total distance of each scratch was B650 mm (with a
constant sliding velocity of 1 mm s1) and all the samples were
submitted to at least five repetitions. The temperature was fixed
at (25  1) 1C with a relative humidity of (55  2)% in a closed
chamber. After the experiments, the surfaces were evaluated by
means of FEG-SEM.
2.3.10. Atomic force microscopy (AFM) and lateral force
microscopy (LFM). An atomic force microscope (SPM-9700 –
Shimadzu, Japan – LFM mode) equipped with a silicon tip
(ending radius of o10 nm) mounted on rectangular shaped
cantilever (PPP-LFMR – Nanosensors) and nominal spring
constant of B0.2 N m1 was used to evaluate surface roughness
and topography (AFM) and friction forces at the nanoscale
(LFM). Temperature and relative humidity were kept constant at
(18  2) 1C and (60  2)%, respectively, during the experiments.
In order to analyze quantitatively the friction, the tip was
previously calibrated with a well-stablished method.29 Both topo-
graphical and friction force images (2 mm  2 mm and resolution
of 512  512 pixels) were obtained at a scan rate of 1.0 Hz and
normal force of B5.0 nN (contact mode). Raw data was analyzed
and refined using an open-source software (Gwyddion) available
at http://gwyddion.net/.30
2.4. UHMWPE biological characterization before and after
sterilization processes
The samples were characterized for their biological behavior.
The purpose of this study was to verify the effect that different
sterilization treatments performed on the surface of UHMWPE
have on cytotoxicity and cell adhesion.
2.4.1. Exposition of UHMWPE samples to cell medium.
The extract solution was prepared according to the standard ISO
10993-5-2009-2. The CPO, EtO, HPP and SA samples (3 cm2 mL1)
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(Sigma-Aldrichs), supplemented with 10% fetal bovine serum
(Gibco BRL; Life Technologies) and 1% penicillin–streptomycin
(Sigma-Aldrichs), in a humidified 5% CO2 atmosphere at 37 1C.
Then, four different extraction solutions were obtained, one for
each sterilization method.
2.4.2. Cell viability. Cell viability was evaluated by MTT
[3-(4,5-dimethylthiazol-2-yl)-2,5-diphenyltetrazolium bromide]
assay and performed according to ISO 10993-5 (2009) and ISO
10993-12 (2004) protocols. The fibroblast cell line L929 from
mouse lung connective tissue was seeded in 96-well plates at a
density of 1  105 cells mL1. After 24 h incubation, the cells
were treated with four separately extracts solutions of poly-
ethylene during 1, 2 and 7 days, respectively. DMEM culture
medium supplemented with 10% fetal bovine serum and 1%
penicillin/streptomycin was used for negative control and 5%
dimethylsulfoxide (DMSO) for positive control. After the period
of each treatment, the culture medium was removed and the
MTT solution (0.4 mg mL1) was added for an incubation time
of 2 hours. After removing the MTT, formazan crystals were
solubilized in DMSO. The optical density (OD) was performed
on a microplate reader (Spectramax2xe, Molecular Devices,
USA) at 570 nm. The cell viability rate (%) was calculated as
follows: (OD of the treated group/OD control group)  100.
2.4.3. Morphological analysis. The cell line L929 was
seeded directly on the CPO, EtO, HPP and SA samples at the
same density as described above, for 1, 2 and 7 days, respectively.
Cells were then fixed with 3% glutaraldehyde solution in PBS (v/v)
for 15 min, with subsequent dehydration with 30, 50, 70, 90 and
100% (v/v) ethanol for 10 min. After, the samples were kept in a
desiccator until the analysis was performed.
3. Results and discussion
The present section exhibits the results and following insight
on data for the studied sterilization methods. A correlation of
the outcomes with existing literature was made to provide an
overview of the processes.
3.1. Surface wettability (WCA)
Surface wettability is an important property to be studied in
biomaterials it that directly influences biocompatibility, growth
and cell adhesion.31,32 In case of UHMWPE used as a substitute
for joint cartilage, the hydrophilic characteristic is essential for
a good interaction with bone cells,32 with surface modification
being often employed.31,33,34 Table 2 shows the calculated
average of the WCA results obtained in the pristine, CPO,
EtO, HPP and SA samples as well as the standard deviation
values.
One can observe, in Table 2, that all the sterilization treat-
ments performed at UHMWPE altered the surface wettability
when compared to the sample without any treatment (pristine).
All sterile samples presented values of WCA between 721 and 881,
indicating hydrophilicity characteristics (WCA o 901) which is
opposite to the 1021 result of the pristine sample, agreeing with
preceding results.26,35 In particular, an investigation31 studied the
changes that occurred on the surface of the UHMWPE after the
plasma-assisted microwave Electron Cyclotron Resonance (ECR)
and the effect that these changes cause in relation to the
interaction with bone cells. The results obtained indicated the
change of the hydrophobic surface (UHMWPE without treatment)
to hydrophilic (after treatment). In addition, the author proves in
his experiments that UHMWPE with hydrophilic characteristics
has a better adhesion of bone cells.31 In Section 3.9, further
explanation will be presented regarding the effect that the WCA
results have on the cell adhesion test.
3.2. Surface roughness
Surface roughness is a major criterion for assessing biomaterials
in terms of biocompatibility, due to their ability of providing
a prediction model for cellular and bacterial adhesion.1,2,7 Many
works have correlated this property with cell adhesion and
biocompatibility, with no universal consensus yet achieved;
rather, materials are individually considered depending on their
class, surface energy, and application.36–38
In this work, the average roughness (Ra) of the samples
sterilized by different techniques was measured by stylus
profilometry and AFM. The results and standard deviation obtained
are shown in Fig. 1, where the three-dimensional profiles acquired
by AFM are also displayed. The results presented indicate that the
UHMWPE surface is highly susceptible to topography modification
after carrying out the different sterilization processes, since the
results of the average roughness obtained (Ra) showed significant
changes when compared to pristine. The sample sterilized by
ethylene oxide (EtO) was the one that showed roughness results
close to that of the pristine sample. More pronounced micro-
grooves are visible in CPO samples, which indicates a stronger
plastic deformation as consequence of plasma ion bombardment
effects of etching and cross-linking.39
According to a study that investigated the effect of surface
roughness on cell growth and adhesion,40 an increase in cell
Table 2 Contact angles for samples treated with different sterilization processes compared to pristine
Contact angle (1)
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growth is perceived on the roughest surfaces. However, this
increase in cell growth was observed in all rough samples,
regardless of the Ra obtained. A more specific approach on this
point will be discussed in Section 3.9 of this paper.
3.3. ATR-FTIR
To determine the effect that different sterilization treatments
have on the surface of the UHMWPE, in terms of functional
groups, FTIR spectroscopy analysis was performed. As the
treatments can affect only a few nm below the UHMWPE
surface, FTIR spectroscopy was evaluated in ATR mode. The
vibrational spectra obtained from the pristine sample and
samples sterilized by different treatments were normalized
and can be seen in Fig. 2a. Fig. 2b highlights two regions of
interest for the functional oxidation groups.
Fig. 2a shows some very intense and characteristic absorp-
tion peaks of the UHMWPE at 721, 1482, 2846 and 2913 cm1
which correspond, respectively, to the vibration in the plane
of the –CH2 connection, flexion vibration –CH2, symmetrical
elongation –CH2 and non-symmetric stretching vibration
–CH2.
18,31
With the regions of the spectra highlighted (Fig. 2b), it is
possible to observe, in details, where the functional oxidation
groups appear. The absorption band in 3360 cm1, which refers
Fig. 1 Roughness (Ra) obtained by stylus profilometry (a) and AFM (b). Shaded regions represent standard deviation for pristine condition, with a
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to OH is observed for CPO.32 When comparing the spectra for the
different conditions, no other significant modification on surface
functional groups is observed,6 apart from CPO sample. A dis-
tinctive peak for CQC around 965 cm1 could be observed for
CPO sample, which is attributed to trans-vinylene unsaturation,
due to ionization that leads to detachment of hydrogen molecule.
The transmittance or absorbance perceived in ATR-FTIR spectra
for this peak is linearly proportional to dose level.9,17 Also, trans-
vinylene declines at very high oxidation levels, indicating that,
probably, this is an unoxidized or mildly oxidized UHMWPE.11
The peak for CQO stretching at the band 1714 cm1 indicates
oxidation, which is high on surface level, but decays gradually into
the sample’s core3,23 and has been associated with plasma treated
UHMWPE.4 Although the CPO sample showed oxidation bands,
they were not intense enough to harm the bulk sample, as can be
seen in the presented TGA and nanoscratch results.
3.4. Crystallinity analysis
UHMWPE is a semicrystalline material, composed of a combi-
nation of amorphous and crystalline phases – the crystalline
phase is made of chains folded into oriented lamellae and
crystals displaying orthorhombic structure. In a previous
work,41 an exhaustive revision of UHMWPE structure and
mechanical performance is discussed. One of the hypotheses
raised, concerning its crystallinity, tells us that changes in
amorphous regions, conveyed from increase in temperature
(during the sterilization processes), will have a negative effect
on mechanical properties14,24,42 being correlated to oxidation
in retrieved implants.43 Also, fatigue strength has been asso-
ciated with higher crystallinity, being lamellar thickness a
parameter for such behavior.41,44,45 Increased surface crystal-
linity has also been linked to a decrease in friction responses at
both microscale and nanoscale, along with increase in scratch
and wear resistance.46
Sterilization methods studied in our work have been vastly
used in clinical applications, therefore, the evaluation of the
crystallinity of UHMWPE after performing the sterilization
processes is essential to check if there has been a change in
its structure that may have a negative effect on its mechanical
properties.
DSC and XRD analyses deliver an understanding on the
degree of crystallinity of semicrystalline samples, despite the
fact that results for crystallinity degree are mismatched
between the two techniques – once DSC is a dynamic measure-
ment (over a temperature profile) and XRD is measured with a
constant temperature. Fig. 3 presents the DSC curves for
the set of samples with three cycles (heating, cooling and
heating cycles, respectively). A few parallels can be remarked
from the curves and are summarized in Table 3: the DSC
results showed an increase in crystallinity for all sterilization
methods, which means that the heating provided by the DSC
technique influences the phase reduction amorphous form
of UHMWPE and consequently in increasing its crystalline
phase.47,48 Similar values for pristine condition are available
in the literature.47,49
For XRD, the results for all but one (SA) of the methods
displayed a very proximate degree of crystallinity. The diffrac-
tion patterns can be viewed in ESI† as Fig. A1. However, the
sample treated by SA exhibited a crystallinity index that stands
out from the others. It is known that high-pressure processes
carried out at elevated temperatures contribute to increase in
crystallinity of UHMWPE,50 but this was not the case for SA
samples, which showed a marked decrease in crystallinity, in
relation to the other samples. A major disadvantage of XRD
measurements is how the results are influenced by the topo-
graphy, which means that a variable roughness can fool the
analysis of the diffraction peak, inducing more errors.
3.5. Thermal analysis
Thermal analysis (Fig. 5) was performed to investigate the
oxidative stability of the material after the sterilization
processes. If there is a chemical change (such as a change in
the crystalline structure of the material) after the sterilization
processes and which may affect the material’s stability, it is
possible to verify these changes by analyzing the resistance of
the sample to forced oxidation.
Fig. 2 (a) ATR-FTIR spectra for the set of samples and (b) ATR-FTIR
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TGA is a suitable characterization of oxidative stability in
UHMWPE,51 being widely used in recent studies,52,53 serving
here as a way to compare the sterilization processes with
pristine conditions in terms of their thermal stability. According
to the results presented in Fig. 5, the degradation behavior of
the samples (percentage of mass loss) is observed when sub-
jected to temperature increase. The onset of thermal degrada-
tion does not vary significantly among curves, attesting that the
presence of C–O or CQO groups was limited.54 Mass loss rates
were higher for all sterilized samples compared to the counter-
part virgin condition, indicating slightly less thermally stable
bulk for the set of samples. Over this analysis, CPO presented a
similar stability compared to the pristine sample. It is worth
mentioning that the CPO sample showed oxidation bands in
the analysis of ATR-FTIR, while also displaying the greatest
stability in relation to the material’s original condition.
The presented results confirm that the process of sterilization
by CPO oxidizes the sample just superficially, without damaging
its bulk properties. Conversely, HPP presented a more divergent
curve, meaning an intense splitting in the chain. This same
condition showed a small increase in its crystallinity (Fig. 4),
which is in line with the response obtained in the TGA
thermograms.
3.6. Nano-scratch
Fig. 6a–e show the nanoscratch behavior of pristine, EtO, CPO,
HPP, and SA samples, respectively, where the friction force is
Fig. 3 DSC curves for the three cycles (a) first heating cycle, (b) cooling cycle and (c) second heating cycle for the set of samples.
Table 3 DSC analysis results, with: Tg = glass transition temperature,










Pristine 111.39 140.50 33.65 32.87
CPO 111.58 141.78 44.42 42.02
EtO 113.42 136.57 51.58 53.63
HPP 110.34 140.13 39.17 52.35
SA 111.74 138.08 35.60 36.41
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Fig. 5 TGA thermograms for the set of samples (a) from initial mass to its full degradation and (b) the threshold for the diverging mass loss rates,
amplified from inset in (a).
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related to the plastic deformation induced on sample surfaces.
One can note that the differences among the samples are only
the sterilization process, which acts basically on surface. The
signal oscillation for friction force in pristine, EtO and SA
samples are due to surface irregularities. The friction force
behavior is quite similar among pristine, EtO, HPP, and SA
samples. However, such friction force achieves the highest
values for the CPO sample. By looking at the worn surfaces of
all samples, the plastic deformation is also quite similar.
Indeed, the width of all trails seem to be roughly the same.
As above discussed, the bulk properties were not modified at
all and just chemical surface properties were affected after
different sterilization processes, an expected outcome for these
procedures.55 Therefore, the wear behavior should be the same,
as shown by the results, and oxidized organic functions (–OH
and QCO) increase the friction force in the case of the CPO
sample.56 One can notice that higher friction forces should
improve posterior integration to other biosystems.57,58
3.7. Lateral force microscopy (LFM)
Fig. 7 presents the friction force maps obtained by LFM as well
as Fig. 8 present the average friction force to each PE sample.
The increase in nanoscale friction force is noticeable in all
sterilized samples. This indicates a surface modification
tailored by the sterilization processes, which can be claimed
from the replacing topography and functional groups set over
the material. This nanoscale result complements the previous
discussion with microwear since sterilization processes seem
to change surface properties when compared to pristine
condition. The graph in Fig. 8 gives a prompt remark on these
features: CPO has a greater friction force in comparison to
other processes, while HPP and SA are subjected to roughly the
same friction force and EtO is front to an exceptionally smaller
friction force. For CPO, the high friction force is in consonance
with previously discussed nanoscratch trails, where it displayed,
by a wide margin, the greater friction force amongst all samples.
This is also resonant with hydrophilic behavior of CPO and HPP
samples – both submitted to glow discharges, from which these
features entail.26 Moreover, the AFM topography maps for CPO,
differently from all other samples, showed in Fig. 1c, and in
consonance with friction maps, seemed to present a different
surface pattern. This could be an additional factor to friction and
hydrophilicity,59 for example, and might be result of the plasma
effect during sterilization.39
3.8. Cytotoxicity
The cytotoxicity of the sterilized samples was evaluated by the
method of converting MTT to formazan crystals through viable
cells. This assay is widely used to measure the cytotoxic
potential of drugs in established cell lines or in primary or
secondary cultures.60 The comparative results of the cytotoxic
effect of the CPO, EtO, HPP and SA samples with the negative
and positive control are shown in Fig. 9.
Fig. 7 LFM images displaying friction maps from scanned areas for the studied conditions.
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The data show a small decrease in cell viability of the EtO
sample after two days of incubation. However, after 7 days of
incubation, an increase in cell viability of this same sample was
observed. When comparing the results obtained with the
negative control (normalized as 100% viability), it was observed
that all sterile samples did not display cytotoxicity, and are in
line with the standards established by ISO 10993-12 and ISO
10993-5-2009-2, which considers a cut off of 70% for cytotoxic
materials.
3.9. Cellular adhesion and spreading
L929 mouse fibroblasts leverage on surface topography and
surface chemistry to either adhere or spread over the material
(Fig. 10).4 In this set, CPO surfaces showed mostly round
shaped fibroblasts, indicating poor cellular adhesion. High
resolution SEM images can be viewed in Fig. A2–A5 (ESI†).
Fig. 9 Cell viability obtained by performing an indirect test according to ISO
10993-5-2009-2 of polyethylene extracts compared to negative control
(DMEM medium, 10% SFB and 1% P/S) and positive control (DMEM medium,
10% SFB, 1% P/S and 5% dimethylsulfoxide) on the viability of treated L929 cells
for 1, 2, and 7 days. Letters (a, b, c and d) correspond to the statistically
significant differences – ANOVA-Tukey test (p r 0.05). Dotted red line
represents the cut off of 70% of cell viability established by ISO standards.
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For most samples, cell adhesion intensified from 1st to 2nd
and then to 7th day, with the exception of CPO, in which cells
did not show signs of good adhesion once cytoplasm remained
shrunken.
Cell adhesion is a process triggered by protein adsorption,
among other features, – and wettability can be a good indicator
of how adhesion will take place, as they foresee how such
proteins, fibronectin and albumin, may interact with substrate.
That being said, studies have once and again discussed how
hydrophilicity gives a preference pathway for cellular adhesion
in different types of cells, e.g., lipophilic properties of cells may
be repelled by a high surface energy. The underlying effects to
be taken into account are also dependent on the application
of a said workpiece. In orthopedics, much is said about a
concomitant effect of enhancing osteoblast activity, while
avoiding fibroblastic adhesion,61,62 the latter which may lead to
myofibroblast differentiation and, therefore, unwanted fibrous
response. In a nutshell, CPO has a mostly inert, like pure
UHMWPE,18 surface towards L929 cells.
Overall, HPP and SA sterilized samples showed cluster of
cells after a week of incubation, while CPO and EtO more
disperse cell proliferation over this period. This, however, does
not indicate cytotoxicity, but rather how surface chemistry is
affecting cell adhesion. CPO has significant modification from
incoming ultraviolet radiation – with effects on its scratch
resistance, crystallinity – while the other conditions had decline
in thermal stability instead. This way, different cellular adhesion
and proliferation behavior is readily expected, considering that all
samples were incubated using the same protocol condition.
Cold plasma oxidation is mentioned as having a long-lasting
hydrophilic effect on UHMWPE,26 and this is possibly
incoming from additional groups introduced into the samples’
surfaces, seen in FTIR results – that could be credited as to why
cell adhesion decreases over time,26,32,63 a converse pheno-
menon observed to that on the rest of the samples. Another
impacting factor would be the surface texture, especially on the
micro-scale, where cell adhesion phenomena occurs – and also
AFM results indicate a much rougher surface for CPO samples,
leading to a hindering of L929 cell spreading.64 Overall, bio-
compatibility aspects were not compromised in the different
treatments, once cells adapted to all conditions in a
different way.
4. Conclusion
The investigation of sterilization in implants is an ongoing
science, as each day new geometries, sizes and pre-processes
are applied to UHMWPE. Along with these constraints, each
patient will have its own loading over these bearing surfaces.
As in recent years, conventional gamma radiation has been dropped
by many manufacturers of polyethylene prosthesis, alternatives have
surged such as the gas plasma and ethylene oxide.
Our study displayed a variety of possible outcomes for
various antioxidant stabilizer-free sterilization processes, pointing
out favorable characteristics on the developed method of cold
plasma sterilization. As a surface property, friction has shown
signs of improvement through nanoscratch tests in CPO
samples, which means a better interaction between surfaces,
while its thermal degradation behavior, a bulk property
observed in TGA, remained mostly similar to pristine condition.
ATR-FTIR displayed that cold plasma had the greatest effect on
modifying the surfaces on the set of samples, as seen by the
addition of new trans-vinylene functional groups and CQC,
responsible for the long-lasting stability in wettability of these
samples, which can also be inferred by the LFM results, where
friction coefficient outclassed the remaining processes and cell
adhesion and distribution parameters, where the lipophilic
behavior of L929 cells is converse to the surface’s nature.
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